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SUnrECT The device named TT20l0, manufactured by: LONTEX Piotr Londzin,oFAssEssMENT 
with the seat at ul. Ligocka 55, 43-SlfCzechowic e-Dziedzice, together
with the following software versions and the checksums calculated with
MD5 encryption algorithm.
- 4. 1 0 - checksum 1 9FDB0D77 5267 956168 1t194844037 ZC,
- 4 . 1 I - checksum 3 9 5 C0E3 2 A5 52 AC4 4F,D7 2C0B0E7 8 0 8E6 8.
set as follows.
-_ TT20t0 device
- DSRC transceiver
- SCR DSRC adapter

APPLTCANT LONTEX Piotr Londzin of ul. Ligocka 55, 43-502 Czechowice
-Dziedzice.

RANGEAI\IDPURPoSE To confirm the usefulness of TT2010 device for inspection andloroFAssEssMENr 
calibration of analogue and digital tachographs based on the analysis of the
documentation provided by the Manufacturer.
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AssEssMENT RESI]LTS Thę following documentation have bęen submitted by the Applicant:
. Manufacturer's Declaration No. 211212019,
. Calibration Certificate no. A/78llS lI9 dated 3 December 2019,
. Calibration Certificateno. C/781/S/19 dated 3 December 2019,
. TT20]0 Tachographs Tester _ Instruction Mąnual, P.lęv. LflILl2}I9,
. TT20I0 Tachographs Tester - Description offunctionalityfor Smart

Tachograph,s, Rev. Il Lf/20I9.
The arralysis of the above documentation proved that TT2010 devicę can be used
for the above mentioned purpose.

DECISIoN: TT2010 devicę can be used for inspection and/or calibration of analogue and
digital tachographs in terms of compliance with requirements of the Regulation
(EU) No l65lf0I4 of the European Parliament and of the Council of 4 February
f0r4 on tachographs in road transpor! repealing council Regulation (EEC)
No 3821/85 on recording equipment in road transport and amending Regulation
(EC) No 56L12006 of the European Parliament and of the Council on the
harmonisation of certain social legislation relating to road transport (oficial
Journal of the European Union, L 60/1).
TT2010 device can be used for inspection and/or calibration of smart tachographs
in terms of compiiance with requirements of the commission Implementing
Regulation (EVf0l6/799 of 18 lMarch 2016 implementing Regulation (EU) No
|65/2014 of the European Parliament and of the Council laying down thę
requirements for the construction, testing, installation, operation and repair of
tachographs and their components (afficial Journal of the European (Jnion,L
139/1).

The Decision concerns only the versions of the device submitted for assessment.
Additional assessment is required if the manufacturer should introduce any
changes thatmay affect the characteristics of the device.

Tr2010 device used for the above mentioned purpose must bs calibrated or
inspected by the manufacturęr at least once in a two-year period.
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I, Wojciech SwitliĘ Sworn Trarslator of English in Jankowice, PolanĄ do hereby certify this to be a true English tarslation of the
Polish document set forth.
Reference no. 25/2020.
Dated at Jankowice, Poland, 10ih day of May 2A20.
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